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For CTM-based TC and TS, results are presented in Table 1, 
where 11 of 15 patients had parts of the cord < 1mm of the 
TS circumference. Based on a 21.9 Gy max TS point dose in 3 
fractions, the potential max TC point dose is 20.0 Gy ± 1.4 
Gy, assuming a dose fall-off of 10% per mm. This is equivalent 
to 43.6 Gy2 ± 5.3 Gy2 in 2 Gy fractions given α/β = 2. As seen 
in Table 1 this could lead to a potential risk of radiation 
myelopathy higher than 5% in 11 out of the 15 patients. 
Figure 1 shows the comparison of TC and TS and highlights 
the parts where the TC protrudes out close to the TS edge 
(color-coded in red). 
 
Conclusion: 
 
 
The TC position between MRI and CTM appears comparable, 
with rigid registration providing sufficient results, although 
care should be taken as large individual differences may 
exist. Based on our results, delineating the TC is essential in 
spine SBRT, and CTM provides a robust option that can be 
obtained and planned for treatment on the same day. If 
planning constraints for the TS are used as surrogate for the 
TC, parts of the TC that are very close to the TS edge may 
receive unacceptably high dose. 
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Purpose or Objective: Recent years have seen a number of 
studies documenting accuracy and time savings for various 
software solutions used for automated contouring of target 
volumes and organs at risk (OAR) in radiotherapy, thus easing 
the heavy workload associated with replanning needed for 
implementing adaptive treatment strategies. The vast 
majority of studies have been performed on CT images and 
experience with other imaging modalities is limited. This 
study aims to determine the accuracy of a deformable image 
registration (DIR) algorithm for OARs in the neck region, 
when applied to cone beam CT (CBCT) images. 
 
Material and Methods: For 30 head and neck cancer patients 
14 OARs including parotid glands, swallowing structures and 
spinal cord were delineated. Contours were propagated by 
DIR to CBCTs corresponding to the first and last treatment 
fraction. An indirect approach propagating contours to the 
first and then the last CBCT was also tested. Propagated 
contours were compared to a gold standard (manually 
corrected contours) by Dice similarity coefficient (DSC) and 
Hausdorff distance (HD). Dose was recalculated on CBCTs and 
dosimetric consequenses of uncertainties in DIR were 
reviewed. Time consumption for editing automated contours 
was recorded. 
 
Results: Mean DSC values of ≥ 0.8 were considered adequate 
and were achieved in base of tongue (0.91), oesophagus 
(0.85), glottic (0.81) and supraglottic larynx (0.83), inferior 
pharyngeal constrictor muscle (0.84), spinal cord (0.89) and 
all salivary glands in the first CBCT. For the last CBCT by 
direct propagation, adequate DSC values were achieved for 
base of tongue (0.85), oesophagus (0.84), spinal cord (0.87) 
and all salivary glands. Using indirect propagation only base 
of tongue (0.80) and parotid glands (0.87) were ≥ 0.8. Mean 
relative dose difference between automated and corrected 
contours was within ±2.5% of prescribed dose except for 
oesophagus inlet muscle (-4.5%) and oesophagus (5.0%) for 
the last CBCT using indirect propagation. Mean editing time 
was significantly faster than contouring from scratch 
(p<0.005). 
 
Conclusion: Compared to a golden standard of manually 
corrected contours the DIR algorithm was accurate for use in 
CBCT images of head and neck cancer patients and the minor 
inaccuracies had very little consequence for mean dose in 
most clinically relevant OAR. Accuracy was higher for the 
first CBCT compared to the last. The indirect method of 
propagating contours to the last CBCT via the first CBCT 
yielded worse results than direct propagation from pCT. 
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Purpose or Objective: CT-based IGRT QA requires 
corresponding image sets with quantifiable geometric 
differences. These differences are rarely known to a 
reasonable degree when comparing patient images. This 
problem lends itself to highly controlled mathematical 
phantoms such as those generated with software such as 
XCAT [1]. However there are drawbacks when using such 
phantoms as the anatomic structures are typically defined by 
precise surfaces and are filled with homogeneous attenuation 
coefficients. This leads to unrealistic images, even when 
accurately simulating imaging systems [2,3], as features 
observed in patient images are not present. The aim of this 
work was to address some of these issues with an image 
processing procedure to better simulate these features. Here 
we present a simulated 4D planning CT image set. 
 
Material and Methods: XCAT2 was used to generate 
attenuation coefficient phantoms of the thorax, 
incorporating breathing and cardiac motion. Five frames 
were generated spanning 0.2 seconds (approximate 
acquisition time for a single phase of a respiratory correlated 
4DCT) and averaged, accounting for time averaging effects. A 
Gaussian filter was then applied to smooth the resulting steps 
in intensity at the boundaries of structures. Tissue 
inhomogeneities were then simulated by applying salt and 
pepper noise followed by another Gaussian filter to expand 
each individual “dot”. The final step was to add random 
noise with a Gaussian distribution (with standard deviations 
for each tissue type calculated from patient images) 
simulating statistical uncertainty inherent to the imaging 
system. All processing was performed plane-by-plane in the 
transverse direction. Combinations of noise simulation 
parameters were investigated. 
 
Results: The left pane in Figure 1 shows an example of a 
transverse slice through the liver of the average of the five 
frames of an XCAT attenuation coefficient phantom which 
has been converted to Hounsfield units. The right pane shows 
the same slice after image processing. 
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Figure 1: (a) Example transverse slice through the liver of an 
XCAT attenuation phantom, and (b) the corresponding slice 
from the simulated image set. 
 
Conclusion: Image processing applied to XCAT attenuation 
coefficient phantoms has been used to simulate features 
observable in patient 4DCT image sets. The image processing 
technique is time and resource efficient and does not require 
generation of simulated projection images and 3D 
reconstruction. 
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Purpose or Objective: A Varian TrueBeam with OBI was 
commissioned in 2014. During early clinical use concerns 
were raised regarding thoracic CBCT image quality in 
comparison with that observed in Elekta XVI images. 
Streaking artefacts caused by respiratory motion were the 
primary reason for the perceived poor quality. This study 
compared the image quality of the TrueBeam OBI with the 
other CBCT systems at the centre, a Varian Trilogy OBI and 
Elekta XVI, using quantitative and qualitative methods. 
 
Material and Methods: A static Catphan phantom (The 
Phantom Laboratory) was used to assess image quality 
quantitatively, and to create a HU calibration curve for the 
XVI. 
A Quasar phantom (Modus Medical Systems) with moving 
inserts was used to investigate the effect of motion on CBCT 
image quality. A systematic pattern of motion artefacts was 
revealed. Artefacts (created by a high density object moving 
along the axis perpendicular to the slice) were assessed in an 
axial slice. Circular profiles were used to quantify the 
artefacts on the three systems. 
Clinical image quality was assessed through a qualitative 
study where two experienced observers independently scored 
24 randomly selected clinical thoracic CBCT scans (8 per 
system). CBCT images were viewed alongside the planning CT 
scan, with the PTV outline being the only visible delineated 
structure. Scoring was based on a five point scale and 
reflected the image quality for matching purposes, the 
clinical task. Eight anatomical regions, sharpness, contrast, 
impact of artefacts, and the overall image quality were 
scored. Comments were also recorded. 
 
Results: Quantitative assessment using the Catphan revealed 
no differences between systems that was deemed significant. 
The variation in magnitude of the streaking artefacts in the 
Quasar phantom was found to depend on scan time, but not 
on the system, as shown in Table 1. 
 
 
 
The Mann-Whitney test was applied to each observer’s scores 
for each metric of the clinical image analysis. No significant 
(p<0.05) differences between any systems for any metric for 
either user were detected. 
  
 
 
Conclusion: Investigations to date indicate no significant 
difference between the systems assessed. Image quality must 
allow matching of the CBCT to CT with confidence. Staff 
were thus reassured that all systems were assessed as 
“acceptable” (mean score of 3) for most metrics. It was felt 
that patient size was often the cause of particularly good or 
poor scores; therefore improvement of patient size 
dependent protocols is identified as a key area of future 
work. 
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